Oxygen supply failure revisited.
This is a report of a previously undescribed cause of oxygen supply failure during anesthesia, resulting from a worn main switch on a Narkomed 2A anesthesia machine (North American Dräger Information Systems, Telford, PA). The implications of this incident are discussed.